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SUMMARY 

A  method  for  simultaneously  measuring  the  frequency 
spectra  of  two  radio  signals,  and  their  relative  phase  as 
a  function  of  frequency  is  described.  Measurements  made 
using  a  prototype  verify  aspects  of  this  method. 
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LIST  OF  FIGURES 

1.  This  is  a  Schematic  diagram  of  the  optics  of  the  Mach  Zehnder 
acousto-optic  interferometer.  The  labels  MO  and  M3  denote  50% 
reflecting  mirrors,  and  Ml  and  M2  denote  90%  reflecting  mirrors. 
The  photodetectors  in  the  diagram  are  labelled  by  the  symbols 
Dl-3.  Laser  2  is  only  used  for  initial  alignment 

2.  The  light  paths  PI  and  P2  are  drawn  in  an  extended  form  in 
Sections  2.1  and  2.2  of  this  figure  respectively.  The  horizontal 
and  vertical  distances  on  the  diagram  correspond  to  the  horizontal 
and  vertical  distances  travelled  by  the  light  beam.  The  width  of 
the  optical  flats  supporting  mirrors  MO  and  M3  is  L//2 


3.  The  Bragg  cell  is  illustrated  in  schematic  form  in  this  diagram 
along  with  the  coordinates  used  at  the  Bragg  cell  (x^,  y^,  o) 

and  the  detector  (xi,  yi,  Zj) 
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4.  This  is  a  schematic  diagram  of  the  radio  and  detector  electronics 
associated  with  the  Mach  Zehnder  acousto-optic  interferometer 

5.  This  is  a  plot  of  the  light  intensity,  at  the  detector  D3,  of  the 
first  order  diffracted  beam  resulting  from  two  75  MHz  radio  signals 
applied  to  the  Bragg  cells  1  and  2,  as  a  function  of  the  phase 
difference  between  the  two  radio  signals  measured  using  a  vector 
voltmeter 

6.  The  difference  in  phase  between  the  radio  signals  applied  to  Bragg 
cells  1  and  2  estimated  using  the  Mach  Zehnder  acousto-optic 
interferometer  plotted  versus  the  radio  phase  difference  measured 
using  a  vector  voltmeter.  Data  are  plotted  for  the  frequencies  70, 
75,  80  and  90  MHz.  The  Mach  Zehnder  acousto-optic  interferometer 
estimate  is  accurate  to  ±1.6“  over  the  phase  difference  range 

from  30“  to  150“ .  The  nonlinear  properties  of  the  cosine 
function  cause  the  error  to  increase  outside  this  range 

7.  The  difference  in  phase  between  the  radio  signals  applied  to  Bragg 
cells  1  and  2  estimated  using  the  Mach  Zehnder  acousto-optic 
interferometer  plotted  versus  the  radio  phase  difference  measured 
using  a  vector  voltmeter.  Data  are  plotted  for  the  frequencies 
100,  110  and  120  MHz.  The  Mach  Zehnder  acousto-optic  inter¬ 
ferometer  estimate  is  accurate  to  ±1.6“  over  the  phase  difference 
range  from  30“  to  60“  for  the  100  and  110  MHz  data.  The  120  MHz 
data  has  a  larger  error  ~±3“ 


APPENDIX  I  RADIO  FREQUENCY  HEATING  EFFECTS  ON  ACOUSTO-OPTIC  PHASE 
MEASUREMENTS 


Figure  I.l  This  is  a  plot  of  the  light  intensity  at  the  detector  D3, 
of  the  first  order  diffracted  beam  resulting  from  two 
75  MHz  radio  signals  applied  with  no  phase  difference  to 
the  two  Bragg  cells,  plotted  versus  the  elapsed  time  after 
radio  frequency  power  was  applied  to  Bragg  cell  2 

Figure  1.2  The  natural  logarithm  of  the  phase  difference 

6  =  A0(t)  -  A0(«)  is  plotted  versus  the  elapsed  time 
after  radio  frequency  power  has  been  applied  to  Bragg  cell  2 
There  are  two  distinct  linear  regions  of  ln(6)  versus  time 
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1 .  INTKODL’CTIOK 

Acousto-optic  (AO)  interaction  can  be  used  to  interface  the  radio  frequency 
and  optical  frequency  domains  of  the  electromagnetic  spectrum( ref . 1 ) .  With 
the  AO  cell  at  the  Bragg  angle,  both  amplitude  and  phase  information  is 
transferred  from  the  radio  signal  to  the  first  diffraction  order  of  the 
incident  optical  beam(ref.2  to  4).  By  placing  two  AO  cells  in  an  optical 
interferometer  configuration  the  phase  relationship  of  the  first  order 
diffracted  beams  from  these  cells  can  be  determined.  This  optical  phase 
relationship  can  then  be  used  to  determine  the  relative  phase  between  the  two 
radio  signals  applied  to  the  AO  cells. 
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THE  MACH-ZEHNDER  ACOUSTO-OPTIC  INTERFEROMETER 


2.1  Basic  optical  layout 

Most  of  the  essential  optics  of  this  device  can  be  described  by  ray  optics, 
supplemented  by  optical  path  length  considerations  and  the  principle  of 
superposition.  A  plan  view  of  the  optics  of  the  device  is  shown  in  the 
schematic  form  in  figure  1.  The  four  mirrors  MO-3  are  arranged  in  a  Mach- 
Zehnder  interferometer  conf igurat ion( ref . 5 ) .  This  type  of  interferometer 
has  widely  separated  paths  Pl-2  and  hence  the  physical  size  of  any  objects 
such  as  the  Bragg  cells  1-2  placed  in  these  paths,  does  not  influence 
directly  the  inter feromet ic  equations  This  can  be  contrasted  with  the 
Young's  interferometer  where  the  spacing  between  the  sound  beams  in  the 
Bragg  cells,  enters  directly  into  the  interferometric  equations(ref .4) . 

Light  from  laser  1  is  split  into  the  two  paths  PI  and  P2  by  mirror  MO. 
Radio  frequency  signals  applied  to  the  Bragg  cells  disperse  the  laser  beam 
in  the  direction  normal  to  the  page.  This  dispersed  light  pattern  is 
detected  by  detectors  D1  and  D2.  Mirror  M3  acts  as  an  optical  beam 
combiner.  The  two  beam  components  from  paths  PI  and  P2  can  be  superimposed 
at  the  detector  D3  by  correctly  aligning  the  mirrors  M0-M3 . 


'<'Mh 
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Figure  2  illustrates  the  vertical  progression  of  the  light  along  paths  PI 
and  P2  in  Sections  2.1  and  2.2  respectively.  The  vertical  distance  between 
the  undiffracted  and  the  first  order  diffracted  beams  at  the  detector  D3 
are 


>1 


Xj  =  sinBi 


and 


Hi  +  -  1  I  L  sin0 


(1) 


L 


(2) 


where  Hj  and  Hi  are  the  distances  from  the  cells  to  the  detectors.  Mirror 
M3  has  width  L  and  refractice  index  n. 

The  beams  from  paths  PI  and  P2  can  be  superimposed  at  detector  D3  by 
choosing  Xj  =  Xj.  If  the  angle  6j  =  82  then  the  choice 


=  Hi  +  i4  -  1 


(3) 
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fulfills  the  requirements  Xj  =  Xj .  Under  these  conditions  the 

perturbation  at  each  of  the  Bragg  cells  1  and  2  results  in  the  same 
at  the  detector  D3. 


same 

image 


The  phase  difference  A0  of  the  light  beams  PI  and  P2  at  the  detector  D3  is 
given  in  terms  of  their  respective  optical  paths  OPl  and  0P2  as 


A(>  =  2tt(0P1  -  0P2)/X 


where  X  is  the  wavelength  of  the  light.  Ignoring  the  effect  of  the 
cells  on  the  optical  paths,  these  are  given  as 


OPl  =  G1  + 


HI 

COS0  1 


+  (n'l)L 


(H2-L)  nL 
0P2  =  G2  +  - ^ 


COS02  COS02 


(4) 

Bragg 

(5) 

(6) 
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where 


9j  =  sin  *  1  —  sin02'( 

*  (_n  ' 


(7) 


The  phase  difference  calculated  from  these  optical  paths  is  a  function  of 
the  deflection  angle  0  =  0i  =  02,  the  width  L,  and  the  refractive  index  of 

the  mirror  optical  flats.  Hence  if  the  effect  of  the  Bragg  cells  on  the 
optical  phase  is  ignored,  the  phase  difference  between  the  two  signals  from 
the  paths  PI  and  P2  is  constant  for  a  constant  deflection  angle.  The 
deflection  angle  of  the  Bragg  cell  is  given  via  the  Bragg  equation 
as ( ref . 6) . 


e  >  2  -"‘‘[I;  £j 


(8) 


for  an  acoustic  beam  of  velocity  v  and  frequency  f.  The  frequency  of  the 
acoustic  beam  is  derived  from  the  radio  signal  which  is  applied  to  the 
transducer  of  the  Bragg  cell.  See  figure  3.  Thus  the  optical  devices 
which  are  external  to  the  Bragg  cell  introduce  a  phase  difference 

which  depends  only  on  the  frequency  of  the  radio  signal  applied  to  the 
Bragg  cells. 


2.2  Fourier  optics  and  the  transmission  function  for  Bragg  diffraction 


In  this  section  Fourier  optics  will  be  used  to  explain  the  influence  of  the 
Bragg  cell  on  the  phase  of  the  first  order  diffracted  beam(ref.7).  Let  the 
monochromatic  light  wave  incident  on  the  Bragg  cell  as  shown  in  figure  3, 
be  expressed  by  the  electric  field 


E(x,y,z,t)  =  (E^(x,y,z,t) ,  0,  0) 


(9) 


I  1 


where 
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E^Cx,y,z,tl  =  R^[E(x^,y^)  exp(-i{2iivc  -  kz  -(f^))]  (10) 

V  is  the  optical  frequency  with  w'ave  number  k, 

is  the  initial  phase  of  the  wave  at  t=z=0,  and 

E(x^,y^)  is  the  normalised  amplitude  distribution  of  the  optical  wave. 

The  electric  field  of  the  upper  first  diffraction  order  is  given  at  the 
point 

£1  =  (xi.y'i.z,) 

in  the  region  to  the  right  of  the  Bragg  cell  by  the  Fresnel  approximation 
as  1  ref . 7 ) . 

t)  =  a(ri)  F  {T(p  .  t  -  At )  E  (p  ,  z  ,  t)  B(p  ,  Zj)}  (11) 

A-  -  Zj-O  X-00  -0 

where 

?o  ■  ’’  “  (xi.Yi)  (12) 


o(ri)  = 


■i2Tfkzi  exp(ikzi)  exp^"^' 


ikpi 


(13) 


/ikp 


6(p^,  Zi) 


2z,/ 


(14) 


and 


F^^{g(p^)}  = 


d*  p^ 


(15) 


The  function  T(p^,t-At)  is  a  complex  transmission  function  for  the  Bragg 
cell . 

The  input  to  the  piezoelectric  transducer  of  the  Bragg  cell  (see  figure  3) 
is  an  electromagnetic  signal  of  the  form 


V(t-At)  =  A(t-At)cos(2iTf  (t-At)) 


(16) 


where  At  is  an  arbitrary  time  delay. 

dA 

If  the  time  derivative  -tt-  of  the  modulation  term  A  is  much  less  than  the 
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reciprocal  of  the  time  delay  4t,  then  the  time  delay  can  be  ignored  in 
the  modulation  term.  Thus  an  approximate  form  of  the  input  signal  is 

V(t  -  At)  =  A(t)  cos  ( 2iif  ( t-At ) )  (17) 


The  piezolectric  transducer  launches  an  acoustic  wave  across  the  Bragg  cell 
which  is  given  within  a  constant  as(ref.4). 


S(x  -  v(t  -  At))  =  A(x  -  vt) 
0  0 


/X_ 


exp  y-2r(f )  (x^  +  .jyycos\^2iif^—  -  (t  - 


(18) 


The  acoustic  wave  is  attenuated  as  it  propagates  across  the  aperture  which 
is  of  length  D  in  the  x  direction,  Z  is  the  acoustic  loss  coefficient  in 
Np/m  and  is  a  function  of  frequency. 

In  the  Bragg  diffraction  regime  of  acousto-optics  one  of  the  first 
diffraction  orders  can  be  made  to  dominate  the  diffracted  energy. 

If  the  upper  first  diffraction  order  is  chosen  to  be  dominant,  then  the 
optical  transmission  function  which  projects  out  only  this  diffraction 
order  from  the  incident  light  beam  is(ref.4). 


T(x^,yo,t  -  A)  =  rect^-^)  rect(^j  i^g(x^  -  vt) 


expl^-y(f)  x^  +  exp^i2Trf(^  -  (t  -  At)  +  0^))  (19) 


where 


0n(x  -vt)  =  K„A(x  -vt),4>„  <<1 

B  o  B  o  Bmax 


(20) 


K_  is  a  constant  for  a  given  Bragg  cell. 

D 

Y  is  the  length  of  acoustic  beam  in  the  y  direction  and  the  acoustic 
profile  is  assumed  to  be  uniform  in  this  direction. 

0^  is  the  phase  of  the  modulation  at  x  =  0  and  (t-At)  =  0. 

Equation  (19)  can  be  factorised  in  the  form 


T(x  ,y  ,t-At)  =  T(x  ,y  ,  t  )exp(  i2iTf  At ) 
0  0  0  0 


(21) 


Hence  in  this  approximation,  the  time  delay  changes  the  phase  of  the 
transmission  function  by 


0 


At 


2itfAt 


(22) 
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By  substituting  equation  (21)  in  equation  (11)  the  electric  field  at  the 
point  ri  is  found  to  include  a  phase  component  resulting  from  the  applied 

radio  signal  0^^  that  is 

t)  =  E“(£i.  t)  exp(i0^^)  123) 


2.3  The  Fourier  transform  configuration 

If  an  aberration  free  lens  is  placed  between  a  Bragg  cell  and  the  detection 
point  rj,  such  that  the  Bragg  cell  and  the  detection  point  lie  on  conjugate 

focal  planes  of  the  lens,  then  equation  (11)  takes  the  special 
form(ref .4,7) 

E^^(p,,2x,t)  =  K: 

T(p^,t)  exp|^-i^^\^ 

where  a  constant  phase  factor  has  been  dropped,  Ki  *  -r^  and  F  is  the  focal 

length  of  the  lens.  Thus  the  electric  field  in  the  dete-tor  plane  is  a 
scaled  Fourier  transform  of  the  function 


I  ( p  ,z  , t ) 
X  '  o  o 


h(p  ,  t)  =  E°(p  ,z  ,  t)T(p^,  t  -  At)  (25) 

» 0  A  0  0  “0 

This  function  can  be  rewritten  as 

h(p^,  t)  =  y^^(x^  -  vt)  u>(p^)  (26) 

where 

y,  (x  -  vt)  =  A(x  -  vt)  expi.^^  (x  -  v(t  -  Ati)  i  (27) 

■^At  0  0  \v  0  / 


u.(p^) 


■rcf) 


D^ 

^  2/J 


(28) 


Thus  the  diffracted  instantaneous  amplitude  distribution  in  the  detector 
focal  plane  is  the  one  sided  Fourier  transform  of  the  weighted  input  signal 
h(p  ,t).  Compare  equations  (17)  and  (27). 

-O 

2.4  Determination  of  optical  phase  differences  from  intensities 

The  detectors  D1  and  D3  can  be  arranged  so  that  the  distance  the 
undiffracted  beam  travels  from  Bragg  cell  1  to  each  of  these  detectors  is 
the  same.  Also  two  sets  of  coordinates  Tj  and  rj  can  be  chosen  which  have 

their  origins  at  the  point  of  intersection  between  the  undiffracted  beam 
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and  detectors  D1  and  D3  respectively.  Further,  the  Z  axes  can  be  aligned 
with  the  undiffracted  beam  and  the  X  axes  aligned  horizontally  for  each  of 
these  coordinates . 

If  the  path  P2  is  obstructed  then  the  light  intensity  pattern  I i  at 
detector  D3  is  a  scaled  version  of  the  light  intensity  Ii  at  detector  Dl. 
Thus  using  the  above  coordinates 

(rj.t)  =  Ri  Ii  (ri  .  t)  (29j 

where  rj  =  ri  is  implied  by  this  equation.  A  similar  argument  for  Bragg 
cell  2  and  detector  D2  leads  to 


I3  (t3,t)  —  Rj  I2  (r2,t) 


If  the  signals  applied  to  the  Bragg  cells  are  the  same  except  that  one  is 
delayed  by  an  amount  At  then  the  superposition  law  for  light  gives 


-  l\  +  +  2  vljlj  cos 


where  the  coordinates  (r3,t)  have  been  suppressed  and  the  difference  in 

optical  phase  of  the  two  light  beams  at  detector  D3  is  A(t> .  The  ratios  RI 
and  R2  can  be  measured  by  obstructing  the  appropriate  path  as  mentioned 
before.  With  these  two  ratios  and  the  measured  intensities,  I3,  I2  and  I3 

then  the  optical  phase  difference  A0  can  be  determined  using 
equations  (29),  (30)  and  (31). 

2.5  Simultaneous  radio  phase  and  frequency  measurements 

If  the  signals  entering  the  two  Bragg  cells  consists  of  different 
frequencies  which  are  present  simultaneously  at  each  of  the  Bragg  cells, 
but  which  differ  in  phase,  then  the  frequency  spectrum  of  these  signals  can 
be  displayed  at  either  detector  Dl  or  D2  by  introducing  a  fourier  transform 
lens  as  previously  described.  A  similar  lens  placed  in  front  of  the 
detector  D3  also  produces  a  frequency  spectrum  however  the  intensity 
distribution  of  this  spectrum  is  given  by  the  superposition  formula  of 
equation  (31) . 

Hence  for  each  frequency  component  f  of  the  input  signals  a  comparison  of 
the  peak  intensity  from  detector  Dl  and  detector  D3  using  equation  (31) 
yields  the  phase  difference  A0(t)  between  the  diffracted  beams  for  that 
frequency  at  detector  D3. 


A^(f)  =  cos  ‘ 


2RiI,  J 


since  R3  =  R2  and  Ii  =  I2  for  the  interferometer  previously  described.  By 

subtracting  from  this  phase  difference  the  instrument  phase  difference 

.  (f)  the  radio  phase  difference  (f)  can  be  determined  at  that 

inst  ut 

frequency 
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The  instrument  phase  difference  can  be  measured  in  practice  by  using  radio 
signals  with  known  phase  difference.  This  device  therefore  provides 
simultaneously  the  frequency  spectrum  of  two  compound  radio  signals  and  the 
phase  relationship  between  corresponding  frequency  components  of  these 
s ignals . 

2.6  Comparison  with  the  Young's  interferometer  configuration 

A  number  of  papers  have  already  been  published  which  consider  the  use  of  a 
Young's  interferometer  configuration  to  produce  acousto-optic  signal 
processors  which  simultaneously  measure  frequency  and  phase 
differences ( ref . 2  to  4).  The  Mach-Zehnder  interferometer  offers  some 
advantages  in  respect  to  the  Y'oung's  interferometer  in  producing  this  type 
of  signal  processor.  The  sizes  of  the  Bragg  cells  do  not  enter  directly 
into  the  interferometric  equations  in  the  Mach-Zehnder  configuration.  This 
enables  the  use  of  existing  bulk  Bragg  cell  technology  to  be  used  to  obtain 
systems  with  high  diffraction  efficiency  and  accurate  phase  difference 
measurement  capability.  Further  the  Mach-Zehnder  interferometer 
configuration  only  needs  three  (two)  linear  phc . ^detector  arrays  rather 
than  the  two  dimensional  photodetector  required  for  the  Young's 
interferometer.  The  linear  photodetectors  are  faster  and  cheaper  than  the 
two  dimensional  photodetectors.  Finally  the  postprocessing  needed  for  the 
Mach-Zehnder  configuration  is  simpler  than  that  for  the  Young's 
configuration.  Its  main  disadvantage  is  that  it  includes  four  accurately 
aligned  mirrors  which  are  not  necessary  in  the  Young's  interferometer. 
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3.  EXPERIMENTAL  STUDIES  OF  THE  MACH-ZEH.NDER  ACOUSTO-OPTIC  INTERFEROMETER 

A  Mach-Zehnder  acousto-optic  interferometer  of  the  type  previously  described 
has  been  constructed,  details  of  its  construction,  and  measurements  made  using 
it  are  described  in  the  following  sections. 


3.1  The  optical  system 

The  optics  were  assembled  on  a  .Newport  Research  Corporation  (SRC) 
pneumatically  isolated  eight  foot  by  six  foot  optical  table.  The  laser  was 
a  model  L23DA  power  technology  helium  neon  laser  (X  =  0.6328  pm).  This 
laser  was  arranged  so  that  the  electric  polarisation  vector,  of  the  emitted 
light,  was  in  the  horizontal  plane.  The  light  beam  emitted  from  the  laser 
was  Gaussian  in  profile  and  had  a  full  width  half  maximum  of  0.8  mm.  This 
beam  was  then  expanded  43  times  by  using  a  model  900  SRC  beam  expanding 
collimator.  A  10  pm  diameter  pinhole  was  used  at  the  focal  point  of  the 
entrance  lens  as  a  spatial  filter. 

The  mirrors  were  fabricated  by  using  a  suitable  thickness  aluminium  film  on 
a  1  inch  thick,  2  inch  square  optical  flat.  These  mirrors  had  reflection 
transmission  ratios  of  1:1  for  mirrors  MO  and  M3  and  9:1  for  mirrors  Ml  and 
M3. 

The  detectors  D1  and  D2  were  Hewlett  Packard  (HP)  5082-4220  PIN  photodiodes 
with  a  0.4  mm  diameter  stop  placed  in  front  of  the  active  area.  The 
detector  D3  was  fabricated  using  the  same  type  of  photodiode  mounted  in  a 
light  tight  box  with  a  25  pm  pinhole.  The  photodiode  was  placed  close 
enough  to  the  pinhole  that  the  diffraction  pattern  from  the  pinhole  was 
contained  by  the  active  area  of  the  photodiode.  All  of  these  photodiodes 
were  connected  to  pA740  operational  amplifiers  operating  as  current 
amplifiers  with  a  gain  of  a  million.  The  outputs  of  these  amplifiers  were 


•.  N  S  ^ 


ERL-0319-TR 


8 


then  multiplexed  into  a  HP3478A  digital  multimeter  which  was  connected  via 
a  IEEE-488  data  bus  to  a  HP-87  computer.  See  figure  4. 

3.2  Alignment  of  the  interferometer 

The  mirrors  .'ll  and  .'‘12  were  brought  into  parallel  alignment  by  the  following 
procedure.  The  laser  was  placed  in  the  position  indicated  by  laser  2  in 
figure  1  Mirrors  .Ml  and  .M2  are  90°o  reflecting  and  in  this  configuration 
formed  a  Fabry  Perot  interferometer  cavity.  The  laser  beam  was  set 
perpendicular  to  mirror  .M2  by  observing  the  position  of  the  reflected  beam 
on  the  face  of  the  laser.  Mirror  MO  was  then  adjusted  so  that  the 
multipath  images  in  the  cavity  were  superimposed.  Fabry  Perot  fringes 
appeared  as  the  images  became  superimposed  and  these  were  formed  into  a 
concentric  pattern.  Further  alignment  of  the  mirrors  wasactiieved  by  using 
the  beam  expander.  The  large  Fabry  Perot  fringes  obtained  with  the 
expanded  light  beam  allowed  more  critical  centering  of  the  image  and  hence 
more  accurate  alignment  of  the  mirrors  Ml  and  M2.  The  laser  was  then 
returned  to  its  usual  position  marked  as  laser  1  in  figure  2.  However  the 
beam  expander  was  not  used  in  the  initial  alignment  of  mirrors  MO  and  M3. 
These  mirrors  were  set  roughly  parallel  to  mirrors  .Ml  and  .M2.  .Mirror  .MO 
was  then  adjusted  so  that  the  two  beams  from  path  PI  and  P2  were 
superimposed  on  the  reflecting  surface  of  mirror  .M3.  The  reflected  and 
transmitted  beams  were  observed  on  a  screen  at  a  distance  of  a  few 
centimetres  from  the  mirror  in  the  direction  of  detector  D3  (see  figure  1). 
The  mirror  M3  was  then  adjusted  until  the  beams  were  superimposed  on  the 
screen.  The  mirrors  were  mounted  on  three  point  mounts.  With  these  mounts 
it  was  found  that  mirror  MO  then  needed  to  be  readjusted  to  superimpose  the 
beams  on  the  surface  of  mirror  .M3.  Two  or  three  interactions  of  this 
alignment  procedure  resulted  in  the  observation  of  interference  fringes  on 
the  surface  of  the  mirror  and  at  the  screen.  When  the  beam  expanding 
telescope  was  placed  in  position  in  front  of  the  laser,  fringes  could  be 
obtained  which  had  a  periodicity  greater  than  twice  the  length  of  the  5  cm 
size  of  the  mirrors.  This  complete  alignment  procedure  took  only  a  few 
minutes . 

It  was  found  that  the  movement  of  air  across  the  optical  bench  caused  the 
Mach-Zehnder  fringes  to  fluctuate  on  a  time  scale  of  a  few  seconds.  In 
order  to  increase  the  stability  of  these  fringes  a  perspex  box  was  placed 
over  the  interferometer.  With  the  perspe.x  box  in  place,  the  fringes  were 
stable  for  typically  tens  of  minutes.  At  each  frequency  the  full  phase 
measurements  were  completed  in  less  than  thirty  seconds  with  the  aid  of 
computer  control  and  sampling.  Hence  the  fringes  were  stable  over  the 
period  of  measurement. 

3.3  Wave  front  distortion  of  the  Bragg  cells 

The  inclusion  of  either  of  the  Bragg  cells  (Isomet  1025C-1  modulators)  in 
the  aligned  interferometer,  as  indicated  in  figure  1,  resulted  in  the 
observation  of  fringes  across  the  Bragg  cell  image  at  detector  D3 .  This 
fringe  pattern  had  a  spacing  between  maxima  of  typically  3  mm  and  resulted 
from  wave  front  distortion  of  the  light,  caused  by  the  Bragg  cell.  By 
adjusting  the  interferometer  to  create  a  narrowly  spaced  Mach  Zehnder 
fringe  pattern  and  then  placing  the  Bragg  cell  in  the  interferometer  the 
maximum  wave  front  distortion  could  be  measured  from  the  displacement  of 
the  Mach-Zehnder  fringes;  this  was  found  to  be  l;iX.  This  wave  front 
distortion  prohibited  the  use  of  large  regions  of  the  Bragg  cells  for  phase 
measurements 


'  .  •  .  '  . 


'u  ' 


such  as  have  previously  been  described.  However  by  using  a  small  detector 
25  ym  diameter)  excellent  verification  of  equation  (23)  was  obtained  and 
hence  of  the  general  theory  that  led  to  this  equation.  Bragg  cells  with 
better  wave  front  distortion  (X/10)  should  enable  accurate  phase  difference 
and  accurate  power  spectrum  information  to  be  obtained  simultaneously. 

3.4  Radio  frequency  electronics 

Figure  4  includes  a  schematic  of  the  radio  frequency  (RF)  system  used  to 
make  the  measurements  presented  in  this  paper.  The  radio  signal  source  was 
a  Rockland  5600  frequency  synthesiser.  The  output  from  this  was  split 
using  a  divider  and  passed  through  30  dB  attenuators  into  each  channel. 
These  attenuators  performed  two  functions.  Firstly  they  reduced  the  output 
of  the  synthesiser  to  one  microwatt  per  channel.  This  power  level  was 
required  by  the  PIN  diode  switched  delay  lines.  The  attenuators  also 
provide  isolation  between  the  two  channels.  The  RF  signals  were  passed 
from  the  attenuators  to  the  computer  controlled  delay  lines.  These  delay 
lines  were  fabricated  using  striplines  that  were  PIN  diode  switched, 
offering  the  possibility  of  256  possible  delays.  The  output  from  these 
delay  lines  was  amplified  by  HP8447D  preamplifiers.  A  variable  attenuator 
was  placed  after  the  preamplifier  in  channel  one  to  compensate  for  any  gain 
mismatches  between  the  two  channels.  The  power  amplifiers  were  constructed 
using  Motorola  MHW591  hybrid  integrated  circuits.  The  RF  power  levels  from 
each  of  the  channels  were  measured  using  a  HP435A  power  meter.  The  phase 
difference  beween  the  two  channels  was  measured  using  a  HP8405A  vector 
voltmeter . 

3.5  .Measurements  of  the  Radio  Phase  Difference 

Figure  5  is  a  plot  of  the  light  intensity  at  the  detector  D3  of  the  first 

order  diffracted  light  beam  resulting  from  half  watt,  75  MHz  radio  signals 

applied  simultaneously  to  the  two  Bragg  cells  1  and  2,  as  a  function  of  the 

phase  difference  between  the  two  radio  signals  as  measured  by  the  vector- 

voltmeter.  The  cosine  form  of  this  intensity  as  predicted  by  equation  (31) 

is  apparent  with  an  instrumental  phase  offset  A0 .  =  50°.  Similar 

inst 

results  to  this  were  obtained  at  70,  80,  90,  100,  110,  and  120  MHz. 

The  values  of  the  ratios  Ri  and  R2  in  equations  (31)  and  (32)  were 

determined  in  two  ways  at  each  frequency.  Firstly  by  switching  off  the 
radio  signal  to  one  of  the  Bragg  cells  2  or  1  then  the  light  intensity  at 
detector  D3  was  Ij  =  Ri.Ii  or  I3  =  Rx-Iz  respectively,  where  Ij  and  I2  are 

the  intensities  at  detectors  D1  and  D3  respectively.  thus  the  ratio  were 
evaluated  as  Ri  =  I1/I3  and  R2  =  I2/I3.  The  second  approach  to  determining 

Ri  and  R2  was  to  monitor  the  three  intensities  Ii,  1 2  and  1 3  as  the  radio 

phase  difference  was  changed  and  fit  the  intensity  data  using  equation  (31) 
with  Rj,  R2  and  3s  free  parameters.  Both  these  methods  gave  similar 

value  for  RI  and  R2.  Using  the  values  of  Ri  and  R2 ,  obtained  for  each 

frequency,  equation  (31)  was  inverted  and  the  optical  phase  difference 

obtained  as 
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h  =  I3  ~  Rt • 1 2 

2  /Ri.Rj.Ii.Ij 


(35) 


The  instrumental  phase  difference  was  taken  to  be  the  optical  phase 

difference  when  the  radio  phase  was  zero.  An  estimate  of  the  radio  phase 
difference  A0a  was  obtained  by  subtracting  the  instrumental  phase 

difference  from  the  optical  phase  difference  ie 


-  A0 .  (36) 
o  inst 

Figures  6  and  7  are  plots  of  the  estimated  phase  difference  A0^  versus  the 

radio  phase  difference  measured  with  the  vector  voltmeter  for  the 
frequencies,  70,  75,  80,  90,  100,  110  and  120  MHz.  These  figures  show  that 
the  estimated  phase  difference  is  a  good  estimate  of  the  radio  phase 
difference  over  the  range  30  to  150°.  The  error  bars  o(A^^)  on  these 

figures  are  standard  deviations  obtained  by  using  a  value  of  2%  for  the 
error  a(I)  in  the  measurement  of  the  optical  intensities  and  using  small 
error  analysis  applied  to  equations  (34)  and  (35) (ref. 8). 

The  value  of  2%  for  the  standard  deviation  of  the  intensities  was  obtained 
by  performing  repeated  measurements  of  these  quantities,  typically  a 
hundred  samples.  The  error  o(A0  )  is  given  from  small  error  analysis 

as (ref . 8) . 


o(A0  ) 

0 


(37) 


The  dependence  of  this  equation  on  the 
dominated  by  the  common  factor 


radio  phase 


difference 

K 


is 


K  = 


(38) 


The  function  h  covers  the  range  [-1,1]  as  the  phase  difference  A^  covers 
the  domain  [0,180]. 

One  further  source  of  error  was  studied  and  that  was  the  effects  of  the  RF 
power  level  on  the  instrumental  phase  difference  This  error  was 

found  to  be  significant  and  is  discussed  in  an  appendix. 


4.  CONCLUSIONS 

The  difference  in  phase  between  two  radio  signals  can  be  measured  by  applying 
them  to  two  Bragg  cells  situated  in  opposite  arms  of  a  Mach-Zehnder 
interferometer,  and  observing  the  intensity  of  the  light  from  each  of  the 
Bragg  cells  and  the  output  of  the  interferometer.  Measurements  in  this  paper 
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verify  that  a  phase  change  is  introduced  into  the  first  order  diffracted  beam 
resulting  from  Bragg  accoustooptic  diffraction,  which  corresponds  to  a  phase 
change  of  the  radio  signal  applied  to  the  Bragg  cell.  Hence  it  is  indicated 
that  by  using  Bragg  cells  with  low  wave  front  distortion  (~X/10)  the  Mach- 
Zehnder  acousto-optic  interferometer  configuration  described  in  this  paper  can 
be  used  to  obtain  simultaneously  the  frequency  spectrum  of  two  radio  signals 
and  the  relative  phase  of  the  two  signals  as  a  function  of  frequency. 

The  Mach-Zehnder  acousto-optic  interferometer  (MZAOI)  has  some  advantages  over 
Young's  acousto-optic  interferometer  configurations  (YAOI).  There  is  no  trade 
off  between  diffraction  efficiency  and  direction  of  arrival  accuracy  for  the 
MZAOI.  Commercially  available  Bragg  cells  can  be  used  in  the  MZAOI.  The 
MZAOI  uses  linear  photodetector  arrays  which  are  faster  and  cheaper  than  the 
two  dimensional  photodetector  arrays  required  for  the  YAOI.  The  phase 
difference  post  processing  is  simpler  for  the  MZAOI  than  it  is  for  the  YAOI. 
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D3 


This  is  a  Schematic  diagram  of  the  optics  of  the  Mach  Zehnder 
acousto-optic  interferometer.  The  labels  MO  and  M3  denote  50% 
reflecting  mirrors,  and  Ml  and  M2  denote  90%  reflecting  mirrors 
The  photodetectors  in  the  diagram  are  labelled  by  the  symbols 
Dl-3.  Laser  2  is  only  used  for  initial  alignment 
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LASER 


Undiffracted  beam 


Figure  2, 


The  light  paths  PI  and  P2  are  drawn  in  an  extended  form  in 
Sections  2.1  and  2.2  of  this  figure  respectively.  The  horizontal 
and  vertical  distances  on  the  diagram  correspond  to  the  horizontal 
and  vertical  distances  travelled  by  the  light  beam.  The  width  of 
the  optical  flats  supporting  mirrors  MO  and  M3  is  L//2 
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Optical  intensity  at  detector  03  versus  vector 
voltmeter  measured  radio  phase  difference 


Frequency  =  75MHz 


Figure  5. 


RADIO  PHASE  DIFFERENCE  (degrees) 


This  is  a  plot  of  the  light  intensity,  at  the  detector  D3,  of  the 
first  order  diffracted  beam  resulting  from  two  75  MHz  radio  signals 
applied  to  the  Bragg  cells  1  and  2,  as  a  function  of  the  phase 
difference  between  the  two  radio  signals  measured  using  a  vector 
voltmeter 


OPTICAL  ESTIMATE  OF  THE  RADIO  PHASE  DIFFERENCE  (degrees) 


Optically  predicted  phase  difference  versus 
vector  voltmeter  measured  phase  difference 


The  difference  in  phase  between  the  radio  signals  applied  to  Bragg 
cells  1  and  2  estimated  using  the  Mach  Zehnder  acousto-optic 
interferometer  plotted  versus  the  radio  phase  difference  measured 
using  a  vector  voltmeter.  Data  are  plotted  for  the  frequencies 
100,  110  and  120  MHz.  The  Mach  Zehnder  acousto-optic  inter¬ 
ferometer  estimate  is  accurate  to  tl.6  over  the  phase  difference 
range  from  50°  to  60°  for  the  100  and  110  MHz  data.  The  120  MHz 
data  has  a  larger  error  '±3 
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APPENDIX  1 

RADIO  FREQUENCY  HEATING  EFFECTS  ON  ACOUSTO-OPTIC  PHASE  MEASUREMENTS 

Measurements  were  made  which  showed  that  the  optical  phase  of  the  first 
diffraction  order  was  strongly  dependent  on  the  power  of  the  radio  frequency 
(RF)  signal  applied  to  the  Bragg  cell.  A  half  watt  RF  signal  of  75  MHz 

frequency  was  applied  to  the  Bragg  cell  1  in  the  Mach-Zehnder  interferometer 

see  figure  1.  This  signal  was  maintained  to  that  cell  for  a  time  period  of 
one  hour.  After  this  time  it  was  considered  that  this  cell  had  reached 
thermodynamic  equilibrium.  During  this  time  Bragg  cell  2  had  no  radio  signal 
applied  to  it.  A  half  Watt  signal  for  75  MHz  frequency  was  applied  to  cell  2 
after  the  hour  had  elapsed.  The  phase  difference  between  the  two  radio 

signals  applied  to  the  two  Bragg  cells  1  and  2  was  held  constant.  The 

intensity  observed  at  the  detector  D3  in  figure  1  is  plotted,  as  a  function  of 
the  elapsed  time  after  Bragg  cell  2  was  turned  on,  in  figure  I.l.  This  figure 
shows  that  heating  of  the  Bragg  cell  due  to  the  applied  radio  signal, 

significantly  affects  the  phase  of  the  first  order  diffracted  beam  for  the 
first  few  minutes  after  the  signal  has  been  applied  to  the  cell. 


'•'C'-’Cv.-. 


By  applying  the  principle  of  superposition  the  intensity  at  the  optical 
detector  D3  can  be  used  to  predict  the  optical  phase  difference  as  a 

function  of  time. 


■1,  l3(t)  -  I^  -  I;~| 

I  J 


fi.i) 


where  Ij  and  1 2  are  the  intensities  of  the  light  from  Bragg  cell  1  and  2 
respectively  at  detector  D3.  The  intensity  l3(t)  is  the  intensity  at  D3  as  a 
result  of  the  superposition  of  the  light  from  each  of  the  Bragg  cells. 


. . 


The  phase  difference  A0(t)  could  be  considered  to  be  directly  proportional  to 
the  integrated  temperatures  in  the  Bragg  cell  along  the  light  ray  which 
terminates  at  the  detector  D3 .  If  further  it  is  assumed  that  the  temperature 
approaches  equilibrium  in  an  exponential  manner  then 


A0(t)  =  A  exp 


-  —  +  A0  (“) 


(1.2) 


where  t  is  the  time  constant  with  which  the  thermodynamic  system  approaches 
equilibrium  and  A0(~)  is  the  phase  difference  at  equilibrium.  In  figure  1.2 
the  natural  logarithm  of  A^(t)-A^(«>)  is  plotted  versus  time  elapsed  from  the 
commencement  of  RF  to  power  to  the  Bragg  cell  BC2 . 

This  figure  indicates  that  there  are  two  regions  in  which  the  simple 
mathematical  model  described  above  approaches  reality  and  these  two  regions 
are  characterised  by  different  time  constants.  It  is  possible  that  the  first 
region  0  to  1  min  corresponds  to  the  local  heating  of  the  transducer  cavity 
and  coupling  layers.  This  heating  would  affect  the  phase  of  the  acoustic  beam 
relative  to  the  applied  electrical  signal.  The  later  region  could  result  from 
the  optical  effects  of  crystal  heating  referred  to  before.  Though  this  RF 
heating  effect  is  important  it  can  be  relatively  simply  compensated  for  by 
ensuring  that  the  total  RF  power  applied  to  each  of  the  Bragg  cells  is 
constant.  This  could  be  achieved  by  supplying  an  auxilary  radio  signal  at  one 
frequency  and  adjusting  the  level  of  this  auxiliary  signal  to  maintain  a 
constant  total  RF  power  to  the  cells. 
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INTENSITY  AT  DETECTOR  D3 


Figure  I.l 


TIME  (minutesi 


This  is  a  plot  of  the  light  intensity  at  the  detector  D3, 
of  the  first  order  diffracted  beam  resulting  from  two 
75  MHz  radio  signals  applied  with  no  phase  difference  to 
the  two  Bragg  cells,  plotted  versus  the  elapsed  time  after 
radio  frequency  power  was  applied  to  Bragg  cell  2 
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